GUIDELINES FOR NURSES

1. IDENTIFYING A PATIENT WITH THE POWERPORT® IMPLANTABLE PORT

- Check patient chart or a PowerPort® device patient record sticker.

2. USE AND MAINTENANCE

- Accessing Implanted Ports

3. TROUBLESHOOTING GUIDE

- 1. Aspiration Evaluation: Do NOT Power Inject if YOU CANNOT INFUSE Flushing volumes: Port device

- 2. Procedure:

- 3. Symptoms:

- 4. Equipment:

- 5. Recommended Flushing Volumes: Open-End Catheter Flushing (per lumen)

- 6. Power injection is performed using a PowerLoc® Safety Infusion Set Family.